
Method Analyte CAS No Units Result Qual RC
8260C 1,1,1-TRICHLOROETHANE 71-55-6 UG_L 0.5 U
8260C 1,1,2,2-TETRACHLOROETHANE 79-34-5 UG_L 0.5 U
8260C 1,1,2-TRICHLORO-1,2,2-TRIFLUOROETHANE 76-13-1 UG_L 0.5 U
8260C 1,1,2-TRICHLOROETHANE 79-00-5 UG_L 0.5 U
8260C 1,1-DICHLOROETHANE 75-34-3 UG_L 0.5 U
8260C 1,1-DICHLOROETHENE 75-35-4 UG_L 0.5 U
8260C 1,2,4-TRICHLOROBENZENE 120-82-1 UG_L 0.5 U
8260C 1,2-DIBROMO-3-CHLOROPROPANE 96-12-8 UG_L 0.75 UJ c
8260C 1,2-DIBROMOETHANE 106-93-4 UG_L 0.5 U
8260C 1,2-DICHLOROBENZENE 95-50-1 UG_L 0.5 U
8260C 1,2-DICHLOROETHANE 107-06-2 UG_L 0.5 U
8260C 1,2-DICHLOROETHENE, TOTAL 540-59-0 UG_L 1 U
8260C 1,2-DICHLOROPROPANE 78-87-5 UG_L 0.5 U
8260C 1,3-DICHLOROBENZENE 541-73-1 UG_L 0.5 U
8260C 1,4-DICHLOROBENZENE 106-46-7 UG_L 0.5 U
8260C 2-BUTANONE 78-93-3 UG_L 2.5 UJ c
8260C 2-HEXANONE 591-78-6 UG_L 2.5 UJ c
8260C 4-METHYL-2-PENTANONE 108-10-1 UG_L 2.5 UJ c
8260C ACETONE 67-64-1 UG_L 3.3 J c
8260C BENZENE 71-43-2 UG_L 0.5 U
8260C BROMODICHLOROMETHANE 75-27-4 UG_L 0.5 U
8260C BROMOFORM 75-25-2 UG_L 0.5 U
8260C BROMOMETHANE 74-83-9 UG_L 1 U
8260C CARBON DISULFIDE 75-15-0 UG_L 0.5 UJ bl
8260C CARBON TETRACHLORIDE 56-23-5 UG_L 0.5 U
8260C CHLOROBENZENE 108-90-7 UG_L 0.5 U
8260C CHLOROETHANE 75-00-3 UG_L 1 U
8260C CHLOROFORM 67-66-3 UG_L 0.5 U
8260C CHLOROMETHANE 74-87-3 UG_L 1 U
8260C CIS-1,2-DICHLOROETHENE 156-59-2 UG_L 0.5 U
8260C CIS-1,3-DICHLOROPROPENE 10061-01-5 UG_L 0.5 U
8260C CYCLOHEXANE 110-82-7 UG_L 0.5 U
8260C DIBROMOCHLOROMETHANE 124-48-1 UG_L 0.5 U
8260C DICHLORODIFLUOROMETHANE 75-71-8 UG_L 1 UJ c
8260C ETHYLBENZENE 100-41-4 UG_L 0.5 U
8260C ISOPROPYLBENZENE 98-82-8 UG_L 0.5 U
8260C M- AND P-XYLENE 108-38-3/106-42 UG_L 1 U
8260C METHYL ACETATE 79-20-9 UG_L 0.75 U
8260C METHYL CYCLOHEXANE 108-87-2 UG_L 0.5 U
8260C METHYL TERT-BUTYL ETHER 1634-04-4 UG_L 0.5 U
8260C METHYLENE CHLORIDE 75-09-2 UG_L 2.5 U
8260C O-XYLENE 95-47-6 UG_L 0.5 U
8260C STYRENE 100-42-5 UG_L 0.5 U
8260C TETRACHLOROETHENE 127-18-4 UG_L 0.5 U
8260C TOLUENE 108-88-3 UG_L 0.5 U
8260C TRANS-1,2-DICHLOROETHENE 156-60-5 UG_L 0.5 U
8260C TRANS-1,3-DICHLOROPROPENE 10061-02-6 UG_L 0.5 U
8260C TRICHLOROETHENE 79-01-6 UG_L 0.5 U
8260C TRICHLOROFLUOROMETHANE 75-69-4 UG_L 1 U
8260C VINYL CHLORIDE 75-01-4 UG_L 1 U
8260C XYLENES, TOTAL 1330-20-7 UG_L 1.5 U

Notes:
UG_L = Micrograms per liter
Qual = Final qualifiers (See Attachment A)
RC = Reason codes (See Attachment B)
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Lab ID
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Method Analyte CAS No Units
8260C 1,1,1-TRICHLOROETHANE 71-55-6 UG_L
8260C 1,1,2,2-TETRACHLOROETHANE 79-34-5 UG_L
8260C 1,1,2-TRICHLORO-1,2,2-TRIFLUOROETHANE 76-13-1 UG_L
8260C 1,1,2-TRICHLOROETHANE 79-00-5 UG_L
8260C 1,1-DICHLOROETHANE 75-34-3 UG_L
8260C 1,1-DICHLOROETHENE 75-35-4 UG_L
8260C 1,2,4-TRICHLOROBENZENE 120-82-1 UG_L
8260C 1,2-DIBROMO-3-CHLOROPROPANE 96-12-8 UG_L
8260C 1,2-DIBROMOETHANE 106-93-4 UG_L
8260C 1,2-DICHLOROBENZENE 95-50-1 UG_L
8260C 1,2-DICHLOROETHANE 107-06-2 UG_L
8260C 1,2-DICHLOROETHENE, TOTAL 540-59-0 UG_L
8260C 1,2-DICHLOROPROPANE 78-87-5 UG_L
8260C 1,3-DICHLOROBENZENE 541-73-1 UG_L
8260C 1,4-DICHLOROBENZENE 106-46-7 UG_L
8260C 2-BUTANONE 78-93-3 UG_L
8260C 2-HEXANONE 591-78-6 UG_L
8260C 4-METHYL-2-PENTANONE 108-10-1 UG_L
8260C ACETONE 67-64-1 UG_L
8260C BENZENE 71-43-2 UG_L
8260C BROMODICHLOROMETHANE 75-27-4 UG_L
8260C BROMOFORM 75-25-2 UG_L
8260C BROMOMETHANE 74-83-9 UG_L
8260C CARBON DISULFIDE 75-15-0 UG_L
8260C CARBON TETRACHLORIDE 56-23-5 UG_L
8260C CHLOROBENZENE 108-90-7 UG_L
8260C CHLOROETHANE 75-00-3 UG_L
8260C CHLOROFORM 67-66-3 UG_L
8260C CHLOROMETHANE 74-87-3 UG_L
8260C CIS-1,2-DICHLOROETHENE 156-59-2 UG_L
8260C CIS-1,3-DICHLOROPROPENE 10061-01-5 UG_L
8260C CYCLOHEXANE 110-82-7 UG_L
8260C DIBROMOCHLOROMETHANE 124-48-1 UG_L
8260C DICHLORODIFLUOROMETHANE 75-71-8 UG_L
8260C ETHYLBENZENE 100-41-4 UG_L
8260C ISOPROPYLBENZENE 98-82-8 UG_L
8260C M- AND P-XYLENE 108-38-3/106-42 UG_L
8260C METHYL ACETATE 79-20-9 UG_L
8260C METHYL CYCLOHEXANE 108-87-2 UG_L
8260C METHYL TERT-BUTYL ETHER 1634-04-4 UG_L
8260C METHYLENE CHLORIDE 75-09-2 UG_L
8260C O-XYLENE 95-47-6 UG_L
8260C STYRENE 100-42-5 UG_L
8260C TETRACHLOROETHENE 127-18-4 UG_L
8260C TOLUENE 108-88-3 UG_L
8260C TRANS-1,2-DICHLOROETHENE 156-60-5 UG_L
8260C TRANS-1,3-DICHLOROPROPENE 10061-02-6 UG_L
8260C TRICHLOROETHENE 79-01-6 UG_L
8260C TRICHLOROFLUOROMETHANE 75-69-4 UG_L
8260C VINYL CHLORIDE 75-01-4 UG_L
8260C XYLENES, TOTAL 1330-20-7 UG_L

Notes:
UG_L = Micrograms per liter
Qual = Final qualifiers (See Attachment A)
RC = Reason codes (See Attachment B)

Sample Delivery Group
Lab ID

Sample ID
Sample Date
Sample Type

Result Qual RC
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.75 UJ mc,c
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc

0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
2.5 UJ mc,c
2.5 UJ mc,c
2.5 UJ mc,c
14 J mc,c
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc

0.5 UJ bt,bl,mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc

0.5 UJ mc
1 UJ mc

0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc,c

0.5 UJ mc
0.5 UJ mc
1 UJ mc

0.75 UJ mc
0.5 UJ mc
0.5 UJ mc
2.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc
1 UJ mc

1.5 UJ mc

SJ0344
SJ0344-2

VPB163-GW-011216-658-660
1/12/2016

Groundwater



Method Analyte CAS No Units
8260C 1,1,1-TRICHLOROETHANE 71-55-6 UG_L
8260C 1,1,2,2-TETRACHLOROETHANE 79-34-5 UG_L
8260C 1,1,2-TRICHLORO-1,2,2-TRIFLUOROETHANE 76-13-1 UG_L
8260C 1,1,2-TRICHLOROETHANE 79-00-5 UG_L
8260C 1,1-DICHLOROETHANE 75-34-3 UG_L
8260C 1,1-DICHLOROETHENE 75-35-4 UG_L
8260C 1,2,4-TRICHLOROBENZENE 120-82-1 UG_L
8260C 1,2-DIBROMO-3-CHLOROPROPANE 96-12-8 UG_L
8260C 1,2-DIBROMOETHANE 106-93-4 UG_L
8260C 1,2-DICHLOROBENZENE 95-50-1 UG_L
8260C 1,2-DICHLOROETHANE 107-06-2 UG_L
8260C 1,2-DICHLOROETHENE, TOTAL 540-59-0 UG_L
8260C 1,2-DICHLOROPROPANE 78-87-5 UG_L
8260C 1,3-DICHLOROBENZENE 541-73-1 UG_L
8260C 1,4-DICHLOROBENZENE 106-46-7 UG_L
8260C 2-BUTANONE 78-93-3 UG_L
8260C 2-HEXANONE 591-78-6 UG_L
8260C 4-METHYL-2-PENTANONE 108-10-1 UG_L
8260C ACETONE 67-64-1 UG_L
8260C BENZENE 71-43-2 UG_L
8260C BROMODICHLOROMETHANE 75-27-4 UG_L
8260C BROMOFORM 75-25-2 UG_L
8260C BROMOMETHANE 74-83-9 UG_L
8260C CARBON DISULFIDE 75-15-0 UG_L
8260C CARBON TETRACHLORIDE 56-23-5 UG_L
8260C CHLOROBENZENE 108-90-7 UG_L
8260C CHLOROETHANE 75-00-3 UG_L
8260C CHLOROFORM 67-66-3 UG_L
8260C CHLOROMETHANE 74-87-3 UG_L
8260C CIS-1,2-DICHLOROETHENE 156-59-2 UG_L
8260C CIS-1,3-DICHLOROPROPENE 10061-01-5 UG_L
8260C CYCLOHEXANE 110-82-7 UG_L
8260C DIBROMOCHLOROMETHANE 124-48-1 UG_L
8260C DICHLORODIFLUOROMETHANE 75-71-8 UG_L
8260C ETHYLBENZENE 100-41-4 UG_L
8260C ISOPROPYLBENZENE 98-82-8 UG_L
8260C M- AND P-XYLENE 108-38-3/106-42 UG_L
8260C METHYL ACETATE 79-20-9 UG_L
8260C METHYL CYCLOHEXANE 108-87-2 UG_L
8260C METHYL TERT-BUTYL ETHER 1634-04-4 UG_L
8260C METHYLENE CHLORIDE 75-09-2 UG_L
8260C O-XYLENE 95-47-6 UG_L
8260C STYRENE 100-42-5 UG_L
8260C TETRACHLOROETHENE 127-18-4 UG_L
8260C TOLUENE 108-88-3 UG_L
8260C TRANS-1,2-DICHLOROETHENE 156-60-5 UG_L
8260C TRANS-1,3-DICHLOROPROPENE 10061-02-6 UG_L
8260C TRICHLOROETHENE 79-01-6 UG_L
8260C TRICHLOROFLUOROMETHANE 75-69-4 UG_L
8260C VINYL CHLORIDE 75-01-4 UG_L
8260C XYLENES, TOTAL 1330-20-7 UG_L

Notes:
UG_L = Micrograms per liter
Qual = Final qualifiers (See Attachment A)
RC = Reason codes (See Attachment B)

Sample Delivery Group
Lab ID

Sample ID
Sample Date
Sample Type

Result Qual RC
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.75 UJ mc,c
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc

0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
2.5 UJ mc,c
2.5 UJ mc,c
2.5 UJ mc,c
18 J mc,c
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc

0.5 UJ bt,bl,mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc

0.5 UJ mc
1 UJ mc

0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc,c

0.5 UJ mc
0.5 UJ mc
1 UJ mc

0.75 UJ mc
0.5 UJ mc
0.5 UJ mc
2.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc
1 UJ mc

1.5 UJ mc

SJ0344
SJ0344-3

VPB163-GW-011216-678-680
1/12/2016

Groundwater



Method Analyte CAS No Units
8260C 1,1,1-TRICHLOROETHANE 71-55-6 UG_L
8260C 1,1,2,2-TETRACHLOROETHANE 79-34-5 UG_L
8260C 1,1,2-TRICHLORO-1,2,2-TRIFLUOROETHANE 76-13-1 UG_L
8260C 1,1,2-TRICHLOROETHANE 79-00-5 UG_L
8260C 1,1-DICHLOROETHANE 75-34-3 UG_L
8260C 1,1-DICHLOROETHENE 75-35-4 UG_L
8260C 1,2,4-TRICHLOROBENZENE 120-82-1 UG_L
8260C 1,2-DIBROMO-3-CHLOROPROPANE 96-12-8 UG_L
8260C 1,2-DIBROMOETHANE 106-93-4 UG_L
8260C 1,2-DICHLOROBENZENE 95-50-1 UG_L
8260C 1,2-DICHLOROETHANE 107-06-2 UG_L
8260C 1,2-DICHLOROETHENE, TOTAL 540-59-0 UG_L
8260C 1,2-DICHLOROPROPANE 78-87-5 UG_L
8260C 1,3-DICHLOROBENZENE 541-73-1 UG_L
8260C 1,4-DICHLOROBENZENE 106-46-7 UG_L
8260C 2-BUTANONE 78-93-3 UG_L
8260C 2-HEXANONE 591-78-6 UG_L
8260C 4-METHYL-2-PENTANONE 108-10-1 UG_L
8260C ACETONE 67-64-1 UG_L
8260C BENZENE 71-43-2 UG_L
8260C BROMODICHLOROMETHANE 75-27-4 UG_L
8260C BROMOFORM 75-25-2 UG_L
8260C BROMOMETHANE 74-83-9 UG_L
8260C CARBON DISULFIDE 75-15-0 UG_L
8260C CARBON TETRACHLORIDE 56-23-5 UG_L
8260C CHLOROBENZENE 108-90-7 UG_L
8260C CHLOROETHANE 75-00-3 UG_L
8260C CHLOROFORM 67-66-3 UG_L
8260C CHLOROMETHANE 74-87-3 UG_L
8260C CIS-1,2-DICHLOROETHENE 156-59-2 UG_L
8260C CIS-1,3-DICHLOROPROPENE 10061-01-5 UG_L
8260C CYCLOHEXANE 110-82-7 UG_L
8260C DIBROMOCHLOROMETHANE 124-48-1 UG_L
8260C DICHLORODIFLUOROMETHANE 75-71-8 UG_L
8260C ETHYLBENZENE 100-41-4 UG_L
8260C ISOPROPYLBENZENE 98-82-8 UG_L
8260C M- AND P-XYLENE 108-38-3/106-42 UG_L
8260C METHYL ACETATE 79-20-9 UG_L
8260C METHYL CYCLOHEXANE 108-87-2 UG_L
8260C METHYL TERT-BUTYL ETHER 1634-04-4 UG_L
8260C METHYLENE CHLORIDE 75-09-2 UG_L
8260C O-XYLENE 95-47-6 UG_L
8260C STYRENE 100-42-5 UG_L
8260C TETRACHLOROETHENE 127-18-4 UG_L
8260C TOLUENE 108-88-3 UG_L
8260C TRANS-1,2-DICHLOROETHENE 156-60-5 UG_L
8260C TRANS-1,3-DICHLOROPROPENE 10061-02-6 UG_L
8260C TRICHLOROETHENE 79-01-6 UG_L
8260C TRICHLOROFLUOROMETHANE 75-69-4 UG_L
8260C VINYL CHLORIDE 75-01-4 UG_L
8260C XYLENES, TOTAL 1330-20-7 UG_L

Notes:
UG_L = Micrograms per liter
Qual = Final qualifiers (See Attachment A)
RC = Reason codes (See Attachment B)

Sample Delivery Group
Lab ID

Sample ID
Sample Date
Sample Type

Result Qual RC
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.75 UJ mc,c
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc

0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
2.5 UJ mc,c
2.5 UJ mc,c
2.5 UJ mc,c
16 J mc,c
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc

0.5 UJ bt,bl,mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc

0.5 UJ mc
1 UJ mc

0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc,c

0.5 UJ mc
0.5 UJ mc
1 UJ mc

0.75 UJ mc
0.5 UJ mc
0.5 UJ mc
2.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
0.5 UJ mc
1 UJ mc
1 UJ mc

1.5 UJ mc

SJ0344
SJ0344-4

VPB163-GW-011316-698-700
1/13/2016

Groundwater



Method Analyte CAS No Units
8260C 1,1,1-TRICHLOROETHANE 71-55-6 UG_L
8260C 1,1,2,2-TETRACHLOROETHANE 79-34-5 UG_L
8260C 1,1,2-TRICHLORO-1,2,2-TRIFLUOROETHANE 76-13-1 UG_L
8260C 1,1,2-TRICHLOROETHANE 79-00-5 UG_L
8260C 1,1-DICHLOROETHANE 75-34-3 UG_L
8260C 1,1-DICHLOROETHENE 75-35-4 UG_L
8260C 1,2,4-TRICHLOROBENZENE 120-82-1 UG_L
8260C 1,2-DIBROMO-3-CHLOROPROPANE 96-12-8 UG_L
8260C 1,2-DIBROMOETHANE 106-93-4 UG_L
8260C 1,2-DICHLOROBENZENE 95-50-1 UG_L
8260C 1,2-DICHLOROETHANE 107-06-2 UG_L
8260C 1,2-DICHLOROETHENE, TOTAL 540-59-0 UG_L
8260C 1,2-DICHLOROPROPANE 78-87-5 UG_L
8260C 1,3-DICHLOROBENZENE 541-73-1 UG_L
8260C 1,4-DICHLOROBENZENE 106-46-7 UG_L
8260C 2-BUTANONE 78-93-3 UG_L
8260C 2-HEXANONE 591-78-6 UG_L
8260C 4-METHYL-2-PENTANONE 108-10-1 UG_L
8260C ACETONE 67-64-1 UG_L
8260C BENZENE 71-43-2 UG_L
8260C BROMODICHLOROMETHANE 75-27-4 UG_L
8260C BROMOFORM 75-25-2 UG_L
8260C BROMOMETHANE 74-83-9 UG_L
8260C CARBON DISULFIDE 75-15-0 UG_L
8260C CARBON TETRACHLORIDE 56-23-5 UG_L
8260C CHLOROBENZENE 108-90-7 UG_L
8260C CHLOROETHANE 75-00-3 UG_L
8260C CHLOROFORM 67-66-3 UG_L
8260C CHLOROMETHANE 74-87-3 UG_L
8260C CIS-1,2-DICHLOROETHENE 156-59-2 UG_L
8260C CIS-1,3-DICHLOROPROPENE 10061-01-5 UG_L
8260C CYCLOHEXANE 110-82-7 UG_L
8260C DIBROMOCHLOROMETHANE 124-48-1 UG_L
8260C DICHLORODIFLUOROMETHANE 75-71-8 UG_L
8260C ETHYLBENZENE 100-41-4 UG_L
8260C ISOPROPYLBENZENE 98-82-8 UG_L
8260C M- AND P-XYLENE 108-38-3/106-42 UG_L
8260C METHYL ACETATE 79-20-9 UG_L
8260C METHYL CYCLOHEXANE 108-87-2 UG_L
8260C METHYL TERT-BUTYL ETHER 1634-04-4 UG_L
8260C METHYLENE CHLORIDE 75-09-2 UG_L
8260C O-XYLENE 95-47-6 UG_L
8260C STYRENE 100-42-5 UG_L
8260C TETRACHLOROETHENE 127-18-4 UG_L
8260C TOLUENE 108-88-3 UG_L
8260C TRANS-1,2-DICHLOROETHENE 156-60-5 UG_L
8260C TRANS-1,3-DICHLOROPROPENE 10061-02-6 UG_L
8260C TRICHLOROETHENE 79-01-6 UG_L
8260C TRICHLOROFLUOROMETHANE 75-69-4 UG_L
8260C VINYL CHLORIDE 75-01-4 UG_L
8260C XYLENES, TOTAL 1330-20-7 UG_L

Notes:
UG_L = Micrograms per liter
Qual = Final qualifiers (See Attachment A)
RC = Reason codes (See Attachment B)

Sample Delivery Group
Lab ID

Sample ID
Sample Date
Sample Type

Result Qual RC
0.5 U
0.5 U
0.5 U
0.5 U
0.5 U
0.5 U
0.5 U
0.75 UJ c
0.5 U
0.5 U
0.5 U
1 U

0.5 U
0.5 U
0.5 U
2.5 UJ c
2.5 UJ c
2.5 UJ c
2.5 UJ c
0.5 U
0.5 U
0.5 U
1 U

0.5 UJ bt,bl
0.5 U
0.5 U
1 U

0.5 U
1 U

0.5 U
0.5 U
0.5 U
0.5 U
1 UJ c

0.5 U
0.5 U
1 U

0.75 U
0.5 U
0.5 U
2.5 U
0.5 U
0.5 U
0.5 U
0.5 U
0.5 U
0.5 U
0.5 U
1 U
1 U

1.5 U

SJ0344
SJ0344-5

VPB163-GW-011316-718-720
1/13/2016

Groundwater



Method Analyte CAS No Units
8260C 1,1,1-TRICHLOROETHANE 71-55-6 UG_L
8260C 1,1,2,2-TETRACHLOROETHANE 79-34-5 UG_L
8260C 1,1,2-TRICHLORO-1,2,2-TRIFLUOROETHANE 76-13-1 UG_L
8260C 1,1,2-TRICHLOROETHANE 79-00-5 UG_L
8260C 1,1-DICHLOROETHANE 75-34-3 UG_L
8260C 1,1-DICHLOROETHENE 75-35-4 UG_L
8260C 1,2,4-TRICHLOROBENZENE 120-82-1 UG_L
8260C 1,2-DIBROMO-3-CHLOROPROPANE 96-12-8 UG_L
8260C 1,2-DIBROMOETHANE 106-93-4 UG_L
8260C 1,2-DICHLOROBENZENE 95-50-1 UG_L
8260C 1,2-DICHLOROETHANE 107-06-2 UG_L
8260C 1,2-DICHLOROETHENE, TOTAL 540-59-0 UG_L
8260C 1,2-DICHLOROPROPANE 78-87-5 UG_L
8260C 1,3-DICHLOROBENZENE 541-73-1 UG_L
8260C 1,4-DICHLOROBENZENE 106-46-7 UG_L
8260C 2-BUTANONE 78-93-3 UG_L
8260C 2-HEXANONE 591-78-6 UG_L
8260C 4-METHYL-2-PENTANONE 108-10-1 UG_L
8260C ACETONE 67-64-1 UG_L
8260C BENZENE 71-43-2 UG_L
8260C BROMODICHLOROMETHANE 75-27-4 UG_L
8260C BROMOFORM 75-25-2 UG_L
8260C BROMOMETHANE 74-83-9 UG_L
8260C CARBON DISULFIDE 75-15-0 UG_L
8260C CARBON TETRACHLORIDE 56-23-5 UG_L
8260C CHLOROBENZENE 108-90-7 UG_L
8260C CHLOROETHANE 75-00-3 UG_L
8260C CHLOROFORM 67-66-3 UG_L
8260C CHLOROMETHANE 74-87-3 UG_L
8260C CIS-1,2-DICHLOROETHENE 156-59-2 UG_L
8260C CIS-1,3-DICHLOROPROPENE 10061-01-5 UG_L
8260C CYCLOHEXANE 110-82-7 UG_L
8260C DIBROMOCHLOROMETHANE 124-48-1 UG_L
8260C DICHLORODIFLUOROMETHANE 75-71-8 UG_L
8260C ETHYLBENZENE 100-41-4 UG_L
8260C ISOPROPYLBENZENE 98-82-8 UG_L
8260C M- AND P-XYLENE 108-38-3/106-42 UG_L
8260C METHYL ACETATE 79-20-9 UG_L
8260C METHYL CYCLOHEXANE 108-87-2 UG_L
8260C METHYL TERT-BUTYL ETHER 1634-04-4 UG_L
8260C METHYLENE CHLORIDE 75-09-2 UG_L
8260C O-XYLENE 95-47-6 UG_L
8260C STYRENE 100-42-5 UG_L
8260C TETRACHLOROETHENE 127-18-4 UG_L
8260C TOLUENE 108-88-3 UG_L
8260C TRANS-1,2-DICHLOROETHENE 156-60-5 UG_L
8260C TRANS-1,3-DICHLOROPROPENE 10061-02-6 UG_L
8260C TRICHLOROETHENE 79-01-6 UG_L
8260C TRICHLOROFLUOROMETHANE 75-69-4 UG_L
8260C VINYL CHLORIDE 75-01-4 UG_L
8260C XYLENES, TOTAL 1330-20-7 UG_L

Notes:
UG_L = Micrograms per liter
Qual = Final qualifiers (See Attachment A)
RC = Reason codes (See Attachment B)

Sample Delivery Group
Lab ID

Sample ID
Sample Date
Sample Type

Result Qual RC
2 UJ mc
2 UJ mc
2 UJ mc
2 UJ mc
2 UJ mc
2 UJ mc
2 UJ mc
3 UJ mc,c
2 UJ mc
2 UJ mc
2 UJ mc
4 UJ mc
2 UJ mc
2 UJ mc
2 UJ mc
10 UJ mc,c
10 UJ mc,c
10 UJ mc,c
10 UJ bt,mc,c
2 UJ mc
2 UJ mc
2 UJ mc
4 UJ mc
2 UJ bt,bl,mc
2 UJ mc
2 UJ mc
4 UJ mc
2 UJ mc
4 UJ mc
2 UJ mc
2 UJ mc
2 UJ mc
2 UJ mc
4 UJ mc,c
2 UJ mc
2 UJ mc
4 UJ mc
3 UJ mc
2 UJ mc
2 UJ mc
10 UJ mc
2 UJ mc
2 UJ mc
2 UJ mc
2 UJ mc
2 UJ mc
2 UJ mc
2 UJ mc
4 UJ mc
4 UJ mc
6 UJ mc

SJ0344
SJ0344-6DL

VPB163-GW-011416-738-740
1/14/2016

Groundwater



Attachment A 
Final Qualifier Codes and Explanations 

 
Qualifier Explanation 

J 
The analyte was positively identified; the associated numerical value is the approximate 

concentration of the analyte in the sample. 

UJ 

The analyte was not detected above the reported sample quantitation limit.  However, 

the reported quantitation limit is approximate and may or may not represent the actual 

quantitation limit necessary to accurately and precisely measure the analyte in the 

sample. 

U 
The analyte was analyzed for, but was not detected above the reported sample 

quantitation limit. 
 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 
 
 
 
 
 



 
Attachment B 

Reason Codes and Explanations 
Reason Code Explanation 

be Equipment blank contamination 
bf Field blank contamination 
bl Laboratory blank contamination 
bm Missing Blank Information 
bt Trip blank contamination 
c Calibration issue 
cr Chromatographic resolution 
d Reporting limit raised due to chromatographic interference 
dt Dissolved result > total over limit 
e Ether interference 
ej Above calibration range; result estimated. 
f Presumed contamination from FB or ER. 
fd Field duplicate RPDs 
h Holding times 
hs Headspace greater than 6mm in all sample vials 
i Internal standard areas 
ii Injection internal standard area or retention time exceedance 
it Instrument Tune 
k Estimated Maximum Possible Concentrations (EMPC) 
l LCS recoveries 
lc Labeled compound recovery 
ld Laboratory duplicate RPDs (matrix duplicate, MSD, LCSD) 
lp Laboratory control sample/laboratory control sample duplicate RPDs 
m Matrix spike recovery 
mc Deviation from the method 
md MS/MSD precision 
nb Negative laboratory blank contamination 
p Chemical preservation issue 

p-h Uncertainty near detection limit (< Reporting Limit), historical reason code applied. 
pe Post Extraction Spike 
q Quantitation issue 
r Dual column RPD 
rt SIM ions not within + 2 seconds 
s Surrogate recovery 
sp Sample preparation issue 
su Evidence of ion suppression 
t Temperature Preservation Issue 
x Low % solids 
y Serial dilution results 
z ICS results 

 


